
 

Notice Inviting e

West Bengal Medical Services Corporation

GN-29, Salt Lake, Sector

Phone No (033) 
E mail: 

Procurement of Medical Items
Colleges

(Submission of Bid through 

Bid Reference No.: WBMSCL/

Amendment-II 

REVISED TECHNICAL SPECIFICATION 

DONOR BED WITH COUCH SYSTEM

1. Standard adult size. 
2. Blood Donor Couch is

designed to make blood
for other diagnostic and

3. Variable positioning fo
swinging out as well as up

4. Remote operated recli
any of them at-least 15

5. There should be 3 (three) separate motors for the movement of head 
section, middle section and leg 
 

6. Both  sides  should  have 
for  blood collection. 

7. Ergonomically design
Mattress should be com
upholstery. 

8. Seat, back rest and l
have step less electric motor. 

9. Should be mobile with
10. Comfortable working l

 
Notice Inviting e-Tender 

 

West Bengal Medical Services Corporation Limited
Swasthya Sathi 

29, Salt Lake, Sector-V 
Kolkata-700091  

Phone No (033) 40340307/320 
E mail: procurement@wbmsc.gov.in 

 

Items for the Blood Centres at Hospitals and Medical 
Colleges of Govt. of West Bengal  

(Submission of Bid through online) 
 

WBMSCL/NIT-193/2024                                              Dated
 

 
TECHNICAL SPECIFICATION 

ITEM-3 

DONOR BED WITH COUCH SYSTEM 
 

s a completely automatic enveloping and 
ood withdrawals easier, safe and functiona
and therapeutic areas. 

or either arm with comfortably wide arm
as up and down moving facility. 
lining both head & leg positions with a smooth shifting to 

least 150. 
There should be 3 (three) separate motors for the movement of head 

section and leg - rest section. 

have  supporting  brackets  for  material 

gned comfortable chair type for donor
comfortably cushioned with elegantly thick

leg rest size designed for donor comfort
c motor.  
h lockable wheels. 
level for the operator. Lifting capacity – 

Limited 

at Hospitals and Medical 

Dated-11.03.2024 

TECHNICAL SPECIFICATION  

ng and specially 
onal, and also 

m-rests with 

head & leg positions with a smooth shifting to 

There should be 3 (three) separate motors for the movement of head 

al  required  

or comfort. 
ck washable 

t. It should 

 Approx 150 



 

kg. 
11. Warranty : 2 years 
12. Certifications: 

 Product certification: CE / US FDA / BIS certified. 

 
 
 
 
 


